
July 2022 

 

 

 

 

NPWT Irreparable Air Leak / Device Failure: Alternate Dressing – Take Down 
(Click on the title to access the video) 

 
This 1:50-minute video demonstrates how to manage a Negative Pressure Wound Therapy (NPWT) dressing in the 
event of an irreparable leak or machine/device failure by taking down the dressing. Please note; the video may take 
1-2 minutes to download. 
 

https://www.clwk.ca/modules/NPWT/videos/Video-4B-Irreparable-Leak-Take-Down-2020-12-18.mov

